
Test date
Test date: 2025-10-14 Ultrasonic water meter Measurement level: Level 2 Size:DN15 Installation position: Inlet water

Address
Flow(L) Flow error(%) Flow(L) Flow error(%) Flow(L) Flow error(%) Flow(L) Flow error(%) Flow(L) Flow error(%)

10 L/h 16 L/h 48 L/h 240 L/h 2500 L/h
Average water temperature28.00℃ Average water temperature28.10℃ Average water temperature28.05℃ Average water temperature28.20℃Average water temperature27.90℃

00000025870200 1.009 -0.46 1.316 -0.39 4.539 -0.33 20.301 0.03 42.149 0.03

00000025870201 1.029 1.51 1.338 1.28 4.567 0.29 20.268 -0.13 42.101 -0.08

00000025870202 1.018 0.42 1.315 -0.46 4.552 -0.04 20.324 0.14 42.122 -0.03

00000025870203 1.015 0.13 1.323 0.14 4.554 0 20.308 0.07 42.1 -0.08

00000025870204 1.027 1.31 1.322 0.07 4.555 0.02 20.341 0.23 42.168 0.08

weight: 1.009 weight: 1.315 weight: 4.533 weight: 20.200 weight: 41.940


